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Abstract – We are developing a transportable gravity gradi-

ometer based on atom-wave interferometry for NASA’s Earth 

Science Technology Office Instrument Incubator Program.  

Atom interferometry is an enabling technology that employs a 

matter-wave interference measurement with individual atoms 

as proof masses for inertial sensing.  A laboratory version of 

this instrument has been recently demonstrated, and the cur-

rent effort is to further the maturity of this technology by de-

veloping a transportable instrument for measurements in the 

field.  This is an important developmental step towards a new 

class of space-borne instruments which can contribute to 

NASA’s global gravity field mapping and monitoring efforts.  

In this paper, we will briefly review the principles and technol-

ogy of atom interferometer-based inertial sensors, then de-

scribe the technical implementation and status of the trans-

portable instrument. 

 

I. INTRODUCTION 

 

The detection of the quantum interference of atomic 

states is a particularly versatile metrology tool, allowing 

precision measurements of a wide variety of physical phe-

nomena. For the past sixty years, atomic clocks employing 

quantum interference measurements have evolved into re-

markably precise laboratory instruments (keeping track of 

one second in a billion years), and have been widely imple-

mented in a variety of demanding real-world applications 

(GPS atomic clocks, for example, are capable of operating 

for years in a space environment).  The sensitivity of this 

quantum interference technique in inertial sensors has al-

ready been demonstrated in the laboratory [1–6], and there 

is great interest in applying this technique to gravity map-

ping studies from space. 

This technology is of particular importance to NASA for 

two reasons.  First, gravity field mapping is one of the key 

measurements required in order to understand the solid 

earth, ice and oceans, and dynamic processes in a compre-

hensive model of our planet. There have been a number of 

gravity measurement missions, such as CHAMP [7] and 

GRACE [8], which measure gravity through the precise 

monitoring of the relative motion of satellites or onboard 

drag-free test masses, and other gravity missions using me-

chanical gravity gradiometers have also been planned or are 

under development [9,10].  Secondly, the microgravity envi-

ronment of space promises a significant enhancement of the 

inertial sensing performance of an atom interferometer 

based on cold atoms. 

In this paper we will discuss the design and implementa-

tion of a next generation prototype being developed as part 

of the NASA’s Instrument Incubator Program (IIP).  This 

instrument will be capable of mounting on a mobile plat-

form, so as to make measurements in remote locations.  

Building on extensive experience at JPL with atomic clock 

technology, we aim to produce a practical instrument that 

fully realizes the power of quantum interference to measure 

the local gravity field. 

 

II. PRINCIPLES OF OPERATION 

 

The quantum gravity gradiometer employs two cold atom 

interferometers using laser-induced stimulated Raman tran-

sitions [11,12] to measure differential accelerations along 

the vertical direction.  The atom interferometers are realized 

by using a !/2–!–!/2 laser pulse sequence to drive velocity-

sensitive stimulated Raman transitions between the two 

ground hyperfine states in cesium atoms in both interfer-

ometers.  The counter-propagating Raman laser beams are 

oriented along the vertical launch axis, parallel to the direc-

tion of gravitational acceleration to be measured.  The first 

!/2 pulse at time t1 creates an equal superposition of atoms 

in the two hyperfine ground states.  Only the excited state 

receives a photon recoil kick and therefore travels at a 

slightly different velocity, realizing a beam splitting analo-

gous to that in a traditional Mach-Zehnder interferometer.  

Subsequent ! and !/2 pulses at times t2 = t1+T and t3= t1+ 

2T, respectively, similarly redirect and recombine the atom 

waves to complete an interferometer loop, as illustrated in 

Fig. 1.  The transition probability resulting from this inter-

ferometer sequence is given by P = ![1 " cos("#)], where 

"# is the net phase difference between the two interferome-

ter paths.  This phase difference can be calculated from the 

Raman laser phases at the time and location of each interac-

tion, i.e. "# = #(t1, z1) " 2#(t2, z2) + #(t3, z3).  The phase shift 

"# is related to the acceleration a according to "# = keff · 

aT
2
, where T is the time between pulses and keff $ k1"k2 % 

2k1 is the effective Raman laser wave number.  The accel-

eration a is a vector sum of the gravitational acceleration g 

and platform acceleration ap. 

 



 
Fig. 1.  Light-pulse atom interferometer diagram 

 

The atom interferometer phase shift can be measured by 

detecting the relative populations of the two hyperfine 

ground states via laser-induced fluorescence. The observed 

normalized signal takes the form of P("#) = Pmin + !A[1 " 

cos(#0 + "#)], where A is the normalized fringe amplitude 

Pmax" Pmin.  To illustrate the sensitivity of a single such in-

terferometer, consider a measurement with interrogation 

time 2T = 1 s. As little as 3 # 10
"8

g of acceleration will 

cause a fringe phase shift of one full radian, and the accel-

eration measurement sensitivity will be determined by the 

SNR in the fringe measurement.  A recent laboratory meas-

urement demonstrated a resolution of 3 # 10
"9

g after 60 s 

and 1 # 10
"10

g after two days integration time [2]. 

Although the gravitational acceleration can be measured 

directly as described above, this measurement requires an 

inertial frame of reference (i.e. ap = 0).  This is a conse-

quence of Einstein’s Equivalence Principle:  i.e. that an ac-

celeration of the reference frame is indistinguishable from 

the gravitational acceleration in a local measurement.  An 

inertial frame is difficult to realize, even in a laboratory en-

vironment.  Gravity gradiometry thus provides a more fun-

damental measure of the gravitational fields by measuring 

the gravitational acceleration difference between two loca-

tions using a common reference frame so that other non-

inertial accelerations are rejected as common-mode noise.  

In the quantum gravity gradiometer, the two acceleration 

measurements are performed simultaneously in two atom 

interferometers separated by a distance d by using the same 

Raman laser beams.  Platform vibrations and laser fluctua-

tions are effectively cancelled in the differential measure-

ment [5], so the phase shift gives the gravitational accelera-

tion difference in the two locations, and the linear gravity 

gradient can be derived from the baseline distance d.  With 

this configuration, a differential acceleration sensitivity of 4 

# 10
"9

g Hz
"1/2

 has been demonstrated in our laboratory 

prototype [6].  With the measurement baseline of 1.4 m in 

this instrument, this corresponds to a gravity gradient sensi-

tivity of 34 E Hz
"1/2

 (1 E $ 10
"9

 s
"2

). 

 

 
 

Fig. 2.  Atom interferometer fringes as observed in our laboratory prototype 

instrument [6].  The phase of the final Raman !/2 pulse was scanned to 

generate the characteristic interferometer fringe. 

 

A. Microgravity operation 

 

In general, precision measurements employing ultra-cold 

atoms are dramatically improved in microgravity due to the 

longer interaction times available.  For the gradiometer this 

enhancement is much more profound, as the measurement 

sensitivity increases with the square of the interrogation 

time, in contrast to the linear dependence for Fourier-trans-

form-limited measurements in atomic clocks.  In a ground-

based experiment in an atomic fountain, for example, the 

interrogation time is limited to a fraction of a second due to 

practical limitations in the physical height of the apparatus.  

In a microgravity environment, however, interrogation times 

are limited only by the slow thermal expansion of the laser-

cooled atoms.  The benefits of microgravity operation has 

been recognized in other experiments with cold atom clocks 

[13,14].  Experiments using cold atom interferometers in 

space have already been proposed to perform fundamental 

tests of Einstein’s General Relativity and the Equivalence 

Principle [15]. 

 

III. INSTRUMENT DEVELOPMENT 

 

Our next-generation gravity gradiometer is designed as a 

transportable instrument capable of operating outside the 

laboratory environment.  Such an instrument must be capa-

ble of unattended operation in a remote location, and is 

subject to significant design constraints in order to accom-

modate the additional requirements of size, weight, power 

consumption, environmental control and robustness for a 

transportable instrument.  The current instrument is intended 

to operate while stationary in the field (an additional stabi-

lized platform would be necessary to take data from a mov-



ing platform), and as a terrestrial instrument, it differs by 

design from a gravity gradiometer intended for microgravity 

operation.  Despite these differences, the current effort is a 

significant step in advancing the technology along the de-

velopment path toward future space-based instruments. 

 

A. Atomic physics package 

 

The current gravity gradiometer consists of two atom in-

terferometer-based accelerometers housed in a single ultra-

high vacuum (UHV) enclosure which is the main compo-

nent of the atomic physics package.  The two interferome-

ters are separated by 1 m in the vertical direction.  Each ac-

celerometer operates in an atomic fountain configuration.  

The UHV enclosure incorporates two titanium chambers 

with welded sapphire windows (Fig. 3).  The chambers are 

connected by a titanium tube, and the UHV condition is 

maintained by a non-evaporable getter (NEG) pump and an 

ion pump located along this tube between the individual 

chambers.  The ion pump is necessary only due to the pres-

ence of residual argon, which we attribute to the presence of 

virtual leaks in the TIG-welded sections of the titanium 

chamber.  The outgas rate for this argon was measured at 

less than 1 # 10
"10 

Torr l/s, and has remained constant over 

several months of operation.  After the initial bakeout at 

250 C, we obtained a total background pressure less than 1 

# 10
"10 

Torr in the UHV chamber. 

 

 
 

Fig. 3.  Close-up of hexagonal titanium chamber with welded sapphire 

windows and magnetic coils, with laser collimators removed. 

 

In order to operate the two atom fountains under these 

UHV conditions, we have developed separate 2D-MOTs 

which provide a cold atom beam source for loading each 

UHV MOT [16].  Each compact 2D-MOT source operates 

in a 19 # 19 # 64 mm
3
 glass cell.  The glass cells contain 

cesium vapor at a pressure between 5–7 # 10
–7

 Torr, and the 

pressure differential between the vapor cell source regions 

and the UHV science region is maintained by a graphite-

lined differential-pumping tube.  The UHV MOTs and the 

2D-MOT beam sources with optics are shown in Fig. 4. 

 

 
 
Fig. 4.  The Atomic Physics Package during assembly, prior to installation 

of the magnetic shields  The titanium/sapphire vacuum enclosure is shown 

mounted in the support frame along with various laser collimators and 

magnetic coils.  The 2D-MOTs used as cold atom beam sources are visible 

to the right of the hexagonal UHV MOT chambers. 

 

Sensitive operation of the gravity gradiometer requires 

the use of magnetic shielding to exclude external fields.  We 

require the magnetic fields be less than 1 mG in the laser 

cooling region and on the order of a few µG or less in the 

interaction region.  To achieve these conditions, we incorpo-

rate a cylindrical mu-metal shield around the interaction 

region and a single- or dual-layer mu-metal shield around 

the entire atom interferometer.  The outer shields include a 

70-mm diameter opening at the top and bottom for the verti-

cal optical axis along the center and four additional 32 # 57 

mm
2
 openings for the support struts and cable routing.  Fi-

nite element modeling indicates that external fields should 

be attenuated by > 10
4
 throughout the interrogation region 

by the dual-layer shield geometry, and a factor of 200 for 

the single-layer geometry.  The performance of the gradi-

ometer with the single-layer outer shields is being evaluated 

in the laboratory, and the second outer layer of shielding 

may be retro-fitted later for operation in more severe envi-

ronments, if necessary. 



 
 

Fig. 5.  One of two ECDL master laser modules in the Laser and Optics 

System. 

 

B.  Laser system 

 

The laser and optics system (LOS) provides multiple laser 

beams needed for two 2-D MOTs, two UHV MOTs, and the 

atom interferometry beams (21 beams in total), each with 

individual control of frequency and/or intensity.  A fre-

quency-stabilized external cavity diode laser (ECDL) serves 

as a master laser, and a second ECDL is phase locked to the 

first.  A single master laser module is shown in Fig. 5.  Ma-

nipulation of the frequency offset for this phase lock pro-

vides the laser frequency agility required for laser trapping, 

sub-Doppler cooling, interferometry, and laser-induced fluo-

rescence detection.  The synthesis of this microwave refer-
ence frequency is discussed in the following section. 

Eight injection-locked slave diode lasers are utilized for 

the individual MOT beams.  Each of these slave laser mod-

ules (Fig. 6) produces up to 60 mW of fiber-coupled output 

power, which is divided with a fiber splitter and then ex-

panded and collimated to produce a 24 mm diameter beam 

for the UHV MOTs.  The power of each beam is monitored 

by using a beam sampler inside the custom collimators.  

Two more slave lasers are used to produce the trapping 

beams for the 2D-MOTs used as cold atom beam sources.  

These laser outputs are expanded and collimated to produce 

13 mm # 44 mm elliptical beams.  Additional slave lasers 

provide repumping beams for the UHV and 2D-MOTs, and 

to generate the Raman beams.  A total of twelve injection-

locked laser amplifiers are employed in the LOS, and yet the 

complete modular laser system can fit inside a 40 & 80 & 12 

cm
3
 volume. 

 

 
 

Fig. 6.  A single slave laser amplifier module.  A total of twelve laser 

amplifiers are employed in the Laser and Optics System. 

 

C. Frequency synthesis and control electronics 

 

Operation of the gravity gradiometer requires precise 

control of all laser frequencies and amplitudes, the applied 

magnetic fields, as well as generation of precise timing se-

quences for the optical and microwave pulses.  Stand-alone 

operation in the mobile instrument additionally requires that 

the control system be able to acquire and maintain the phase 

and frequency stabilization locks over a range of tempera-

tures and environmental conditions.  These tasks are per-

formed by a combination of software and hardware. 

The laser frequency offset and phase difference are pre-

cisely controlled by a homemade phase-lock loop (PLL).  

The microwave reference frequency for the PLL is gener-

ated by a custom-designed microwave synthesizer based on 

a 9.2 GHz dielectric resonant oscillator (DRO) mixed with 

the output of a 120 MHz direct-digital synthesizer (DDS) 

chip.  The DDS provides the frequency agility required for 

all laser-atom interactions, including atom cooling and trap-

ping, launching atoms as in an atomic fountain, and the 

stimulated Raman pulses required for atom interferometry.  

The DDS architecture allows these frequency and phase 

states to be updated using a TTL trigger pulse at rates up to 

1 kHz in order to synchronize the synthesizer event-states to 

the experimental sequence (see Fig. 7). 

The precise timing required for the atom fountain opera-

tion and time-domain atom interferometry is provided by 

commercial multi-channel digital delay generators.  The 

TTL timing pulse sequences modulate the rf drive levels for 

the laser system’s various acousto-optic modulators 

(AOMs) to produce laser pulse sequences with better than 

1 ns timing resolution over the 0.5 s measurement cycle, and 

less than 100 ns rise time for the individual optical pulses.  

Additional analog waveforms for laser intensity control are 

generated by a computer with multi-channel digital-to-ana-

log boards.  By employing voltage-controlled rf attenuators, 

the individual laser intensities can be precisely controlled 



for each laser beam via these computer-generated wave-

forms. 

 

 
 

Fig. 7.  Analog and digital voltage waveforms for laser and microwave 

intensity control (upper plots), and time-varying reference frequency for 

the experimental sequence (lower plot) where the labeled event-states are 

(a) atom collection, (b) atom launch, (c) velocity- and state-selection, (d) 

atom interferometry, and (e) quantum state detection. 

 

 
 

Fig. 8.  Microwave and rf control electronics panel. 

 

The control computer also generates voltages for control-

ling the multiple injection-locked amplifier laser currents 

and temperatures.  We have demonstrated a robust algo-

rithm for acquiring the injection locks for the twelve slave 

amplifier lasers, and the software is able to maintain these 

locks indefinitely for autonomous operation. 

 

D. Phase feed-forward 

 

One of the difficulties operating a gravity gradiometer on 

a mobile platform lies in adequately stabilizing the retro-

mirror for the Raman laser beams.  In order to facilitate op-

eration in noisy environments, we have implemented a 

phase feed-forward scheme to detect and correct for vibra-

tions by adjusting the phase of the Raman beams.  This 

scheme can significantly reduce the amount of vibration 

isolation required and increase the dynamic range of the 

instrument.  In the current implementation, an accelerometer 

on the mirror platform detects vibrations and feeds a correc-

tion signal to a phase modulator to electronically shift the 

phase of the microwave reference frequency for the laser 

phase lock (see Fig. 9).  This produces a relative phase shift 

between the two Raman lasers which effectively cancels the 

phase shift resulting from the motion of the measurement 

platform.  We have demonstrated greater than 70% reduc-

tion in atom interferometer phase noise due to spurious me-

chanical vibrations of Raman retro-mirror in our initial 

testing of this scheme. 
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Fig. 9.  Illustration of the phase feed-forward scheme 

 

IV. CONCLUSIONS 

 

We have reported on the design and development of a 

transportable gravity gradiometer, including the develop-

ment and integration of the lasers, optics, electronics, and 

vacuum technologies for the various subsystems.  This in-

strument represents an important step towards the develop-

ment of an eventual space-flyable instrument.  Such an in-



strument can achieve even greater sensitivity from operation 

in a microgravity environment, and will be able to apply the 

great sensitivity of quantum interference measurements to 

studies of Earth’s gravity field from space. 
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